Background Syphilis in pregnancy can lead to fetal and neonatal death or congenital anomalies. Accurate on-site tests are an essential part of effective prevention of mother-to-child transmission of the disease.
Introduction
Syphilis, a sexually transmitted infection caused by the bacterium Treponema pallidum, is endemic throughout the developing world. 1 Infection until 1 year of age is classified as early syphilis, and after 1 year as late syphilis. The initial manifestation of the disease can be easily overlooked and can progress to the secondary stage, which if undiagnosed and consequently non-treated leads to a period of latency with no visible signs of the disease. The infection is most commonly transmitted through sexual intercourse, and it can also be passed from mother to a child; in utero or during birth.
Transmission of the infection had been linked with the birth of children with reactive serology, long-term congenital abnormalities, miscarriages, and fetal and neonatal deaths. 1, 2 The World Health Organization (WHO) estimated that in 2008 around 1.36 million pregnant women were expected to have an active form of syphilis. Without any screening or treatment in place, these women would have experienced, overall, more than 700 000 adverse outcomes, more than half of which would be fetal or neonatal deaths. 3 To prevent mother-to-child transmission of syphilis, WHO advocates screening of all pregnant women antenatally and treating those identified with the disease and their partners. 4 The ideal Point-Of-Care (POC) test should be affordable, sensitive, specific, user-friendly, rapid and robust, with equipment free and deliverable to those who need them. Development of POC test has made syphilis testing more accessible, especially in low-resource settings, as lengthy and skilled laboratory testing can be avoided. 5 Immunochromatographic tests or the on-site Rapid Plasma Reagin cards performed on-site give healthcare professionals an opportunity to administer treatment immediately and prevent the transmission of the disease. 6 According to reviews assessing the accuracy of the immunochromatographic POC treponemal tests 7, 8 they offer an alternative to laboratory-based diagnosis in resource-limited settings. However, none of the reviews focuses solely on pregnant women or compares the immunochromatographic tests with the qualitative Rapid Plasma Reagin card commonly used in clinics, which is not an ideal gold standard. 9 Our focus was to synthesise the accuracy of on-site tests used in antenatal care settings to detect syphilis using an established algorithm as a reference standard. 10 
Methods
We conducted the review and reported our findings in compliance with the current guidelines. 11 We searched Medline, Embase, Web of Science, Scopus and Lilacs with no language restrictions. The original search run from inception to February 2015 was updated in January 2016 ( Figure 1 ). The literature search strategy combined clinical terms such as 'Pregnancy', 'Antenatal', 'Gestation', 'Treponema pallidum' and 'Syphilis' with a filter for test accuracy studies. 12 The detailed search strategy is available in Supporting Information Appendix S1.
Study selection
Two independent reviewers (E.R. and L.K.N.) screened references and then the full text of potentially relevant articles. The study had to meet the following eligibility criteria: recruit pregnant women without symptoms of syphilis (chancre, rash); use as a double reference standard comprising non-treponemal [the Rapid Plasma Reagin test or venereal disease research laboratory (VDRL)] followed by a treponemal test [treponema pallidum haemagglutination assay (TPHA), fluorescent treponemal antibody-absorbed (FTA-Abs) or the treponema pallidum particle agglutination (TPPA) test]. Diagnosis of recently contracted infection with T. palladium was defined as a positive result on both treponemal and non-treponemal test. 13 We excluded studies in which the population showed symptoms of syphilis, women in labour and studies where the reference standard was only a treponemal or a non-treponemal test. We excluded studies with a case-control design and those where it was not possible to calculate true positives, false positives, false negatives and true negatives. At each stage of the review process, a consensus was reached through discussion. In the case of a stalemate, the opinion of a third reviewer was sought (K.S.K.). We did not attempt to contact the study authors for any further information.
Data extraction and study quality assessment
All relevant data from included studies were extracted to a standardised, and pre-piloted form. Information about the country, settings, women's characteristics, type of index test and reference standard, and type of collected blood sample was extracted and tabulated. We classified the countries where the studies were conducted by their income following the World Bank ranking. 14 The quality of each included study was assessed by two review authors (E.R., L.K.N.) using the QUADAS-2 tool. 15 The risk of bias was evaluated for participants' selection, use and interpretation of index test and reference standard, and participants flow and timing. The first three aspects were also evaluated in the context of applicability to the review question. The review authors classified each item as 'low' (sufficiently addressed), 'high' (insufficiently addressed) or 'unclear' (insufficient detail presented to allow judgment to be made) risk of bias. We considered a study to be of low risk of bias if; the patients were selected consecutively or randomly, the index and reference standard tests were correctly implemented, and all patients received the reference standard tests.
Data synthesis
To construct two-by-two tables we extracted true-positive, false-positive, true-negative, and false-negative results or recalculated the numbers from available parameters (sensitivity, specificity, positive predictive value and negative predictive value). All analyses were performed using STATA version 12.1 (College Station, TX, USA; StataCorp LP). Sensitivity, specificity, likelihood ratios for positive and negative test result and 95% confidence intervals (CIs) were computed for all individual studies. Where we had a sufficient number of studies (more than four), we pooled the accuracy parameters using hierarchical, bivariate, random effects model using the multilevel mixed logistic regression model as implemented by metandi command. 16 For meta-analysis with less than four studies, we pooled accuracy of sensitivity and specificity, and likelihood ratios separately using metaprop and metan commands, respectively. Between-study heterogeneity of studies was assessed graphically evaluating Forest plots for sensitivity and specificity. Publication bias was not assessed due to lack of consensus over the reliability of currently available methods.
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Results
The database searches retrieved 2045 relevant citations; additional eight records were identified through the reference check. Of 59 potentially relevant articles evaluated by their full text, seven publications met the eligibility criteria ( Figure 1) . A detailed list of excluded studies with reasons for their exclusion can be found in Supporting Information  Table S1 .
Characteristics of included studies
Eligible studies recruited a combined number of 17 546 pregnant women. The prospective studies were published between 1993 and 2015, with seroprevalence of syphilis ranging from 1 to 11%. In three publications, authors did not mention in the text whether women had been treated previously for syphilis, 19, 20 one excluded this group, 21 and in the remaining studies around 7% of participants had been diagnosed with syphilis previously. [22] [23] [24] Included publications reported accuracy data of three immunochromatographic tests: Determine TM (Abbott Laboratories, Chicago, IL, USA), SD BioLine Syphilis 3.0 (Standard Diagnostics Inc., Republic of Korea), VisiTect Syphilis (Omega Diagnostics, Alloa, Scotland) and the qualitative Rapid Plasma Reagin card (multiple manufacturers). The majority of studies recruited women in hospital settings, 19, 21, 22, 24, 25 one in primary care 23 and one in the general health centre. 20 Three studies were conducted in upper-middle income countries, two in lower-middle income countries and two studies in low-income countries (Table 1 ). All studies used fresh blood samples.
Quality assessment
Six of seven studies had an unclear risk of bias for the sample selection due to a lack of information about the selection process. The majority of studies were assessed as low risk of bias for the implementation of the reference standard and all for the index test. The bias for flow and timing was unclear in two studies due insufficient level of information (Table 2) . One study 24 was classified as of high concern over applicability in sample selection as it reports physical examination findings of participants (Table 2 ). There was no overall concern applicability of included studies in terms of index test and applied reference standard.
Accuracy of immunochromatographic tests
Two studies 23, 25 with a combined sample size of 9587 women reported accuracy data of the Determine TM test. Pooled sensitivity and specificity of the Determine TM were 0.83 (95% CI 0.58, 0.98) and 0.96 (95% CI 0.89, 1.00), respectively, with the likelihood ratio for a positive test result of 24.88 (95% CI 4.19, 147.57) and a negative test result of 0.16 (95% CI 0.04, 0.66). Two studies 21, 24 reported the data on the accuracy of the SD BioLine Syphilis 3.0. Pooled sensitivity from those studies was 0.86 (95% CI 0.82, 0.89), and sensitivity 0.99 (95% CI 0.94, 1.00). The likelihood ratio for the positive and negative test result was 54.87 (95% CI 6.52, 461.65) and 0.15 (95% CI 0.12, 0.20), respectively. The accuracy of the third test, VisiTect Syphilis, was reported in one study of 712 women. 22 The sensitivity of VisiTect was 0.63 (95% CI 0.31, 0.86) and specificity 0.98 (95% CI 0.97, 0.99).
Qualitative Rapid Plasma Reagin card
The qualitative Rapid Plasma Reagin test was used as an index test in five studies. 19, 20, 22, 24, 25 Pooled sensitivity was 0.70 (95% CI 0.50, 0.84) and pooled specificity 0.97 (95% CI 0.96, 0.98). The derived likelihood ratio of the positive test result was 27.07 (95% CI 15.39, 47.61) and of the negative test result 0.31 (95%CI 0.17, 0.56). There was visible greater heterogeneity between sensitivity than specificity estimates with the 95% predictive region covering less than one-third of the operating space ( Figure S1 ). The accuracy parameters of all evaluated tests have been collated and summarised in Table 3 . The numbers used to calculate the parameters are available in Supporting Information Table S2 .
Discussion
Main findings SD BioLine Syphilis 3.0 test had, on average, the highest sensitivity of all evaluated immunochromatographic tests, 
Strengths and limitations
This systematic review was conducted using following current methodological standards. 11 The use of search limit for test accuracy studies 12 was a pragmatic choice. The search without the limit had an approach that was too broad to be practicable. Although we identified the majority of studies with the antenatal population included in the previous reviews and two additional ones, 19, 21 the overall number of studies available for the analyses was small. The bivariate analysis was possible only for the RPR card, yet its findings are weakened by a visible heterogeneity of sensitivity parameters between the individual studies.
Test accuracy studies are prone to numerous sources of bias due to patient selection and retention in the study, implementation of the index test and reference standard. In our review, we managed to limit spectrum bias by excluding studies with a case-control design. However, the majority of included studies failed to describe recruitment method and inclusion criteria.
The risk of bias and concern over the applicability of the index tests and reference standards were generally low. Ideally, the reference standard and the index test should be entirely independent of each other. 26 This was true for the immunochromatographic test, yet the lab-based confirmatory algorithm for the qualitative Rapid Plasma Reagin card had as its non-treponemal component the quantitative Rapid Plasma Reagin test. This raises concern over an incorporation bias; 26 however, the extent to which the use of the Rapid Plasma Reagin test as a part of gold standard could distort the results is unclear, and could not be avoided due to studies' design.
The average prevalence of double reactive sera in studies evaluating the accuracy of Determine TM , SD BioLine Syphilis 3.0, VisiTect Syphilis and the qualitative Rapid Plasma Reagin card were 4.0, 8.2, 1.1 and 5.7%, respectively. This level of prevalence is higher than the global prevalence of the disease among antenatal care attendee and in some cases (South Africa or Senegal) even significantly higher than in the countries where the studies were conducted. 27 By definition, sensitivity and specificity do not depend on the disease prevalence. However, their parallel variability can occur due to clinical or artefactual mechanisms. 28 Before drawing any conclusion basing on the accuracy findings, clinicians should be very clear about the clinical question they want to address. The diversity of the prevalence, statistical methods used to pool the data, and the quality of reporting impacts the generalisability of presented findings.
The timely delivery of treatment during the prenatal period alters the risk of adverse outcomes due to syphilis infection. 29 To optimise the applicability of our findings to the context of antenatal care, we defined a clear research question. We focused solely on pregnant women during the perinatal period. We looked at the immunochromatographic tests, in detecting double positive sera to non-treponemal and treponemal components of the reference standard.
Interpretation
Two previous reviews address the issue of accuracy of the rapid, on-site testing using different methods of data synthesis. 7, 8 The first review found that the immunochromatographic tests have a high sensitivity and higher specificity comparable with parameters of non-treponemal tests. 8 In a systematic review using the Bayesian approach to data synthesis, the Determine test had the highest sensitivity when compared with T. palladium-specific reference standard. However, the authors admitted in their work that due to applied methodology the values of sensitivity were overestimated.
7 Both reviews included women tested in antenatal care settings, including women in labour, and focused on the accuracy and value of the immunochromatographic test in rapid testing for syphilis. Similar to the previous reviews, 7,8 the immunochromatographic tests were characterised by high sensitivity and specificity. Additionally, their average sensitivity was higher than with the qualitative Rapid Plasma Reagin on-site card (except VisiTech Syphilis), with the average specificity comparable between all the tests. The immunochromatographic tests are comparable in cost (8) and easier to operate than the Rapid Plasma Reagin card, 20, 23 which makes them less prone to operator error. The average cost in low resource settings is US $0.91 and US $1.05 for the RPR and ICS tests. 8 Nonetheless, their reliability depends on the background proportion of women with previously treated infection who may still test as positive and consequently be treated unnecessarily. Furthermore, the tests can also give a positive result in various non-venereal treponematoses such as yaws and pinta; these would be considered false-positive results and are preferred to false-negative results, and there is greater benefit in overtreating all patients with positive results as opposed to the alternative.
In the high-prevalence settings (assumed 11%), around 9% of all positive tests with SD BioLine Syphilis 3.0 would be false positive, in contrast to 21-28% with the other immunochromatographic tests or the Rapid Plasma Reagin card. The proportion of potentially missed cases would be 2% for SD BioLine Syphilis 3.0 and Determine TM , and 4% for VisiTech and Rapid Plasma Reagin card. Syphilis in pregnancy is effectively treated with penicillin, benzathine penicillin remaining the first-line therapy for early syphilis. 30 The treatment is administered by intramuscular injection and requires three large doses once a week for 3 weeks. This requirethe patients to return to healthcare services for each dose, which may prove difficult in rural settings. With no cases of antibiotic resistance reported so far, 31 prevention of mother-to-child transmission of the disease is more important than overtreatment.
Conclusion
Our systematic review adds to the current body of evidence on the accuracy of the rapid and Point-of-Care test to detect infection with T. palladium in the context of the antenatal care. Future test accuracy studies should aim to improve reporting of their findings and carry out direct comparisons of the accuracy of available tests, controlling for the confounders.
When testing antenatally for syphilis, immunochromatographic tests such as Determine TM and SD BioLine Syphilis 3.0 seem to be acceptable options. However, future research is needed to provide more evidence to strengthen this claim.
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